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Abstract 

The photon arm of the Compton polarimeter in Hall A of Jefferson Lab has been upgraded to allow 
for electron beam polarization measurements with better than 1% accuracy. The data acquisition system 
(DAQ) now includes an integrating mode, which eliminates several systematic uncertainties inherent in the 
original counting-DAQ setup. The photon calorimeter has been replaced with a Ce-doped Gd2SiOs crystal, 
which has a bright output and fast response, and works well for measurements using the new integrating 
method at electron beam energies from 1 to 6 GeV. 
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1. Introduction 

The Jefferson Lab Continuous Electron Beam 
Accelerator Facility (CEBAF) [l[ delivers up to 
200 //A of 1-6 GeV highly polarized electrons to 
three experimental halls. A Compton backscatter- 
ing polarimeter was installed in Hall A in 1999, to 
continuously monitor the electron beam polariza- 
tion during experimental data-taking [2j. 

The longitudinal polarization of an electron beam 
can be defined as 
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where Ne ' is the number of electrons with pos- 
itive (negative) helicity in a single accelerator he- 
licity state. At Jefferson Lab, the electron helicity 
state is flipped rapidly during normal operations, 
as described in Sec. [3J 
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In the Hall A Compton polarimeter, the longitu- 
dinally polarized electron beam is allowed to scatter 
from circularly polarized laser light in a high-finesse 
Fabry-Perot cavity The polarimeter takes ad- 
vantage of the fact that the Compton scattering 
cross-sections depend on the relative polarizations 
of the incident electrons and photons, and these 
cross-sections are very well known 4]. One can 
measure a Compton scattering asymmetry 
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where is the scattered photon signal for pos- 

itive (negative) helicity electrons, and can be in- 
tegrated or counted. At the Compton endpoint, 
A exp is positive for left-circularly-polarized pho- 
tons. Given ideally (100%) polarized electron and 
photon sources, A exp would be equal to a calcula- 
ble Athi the theoretical Compton scattering asym- 
metry derived by combining the calculated spin- 
dependent Compton cross-section with the appro- 
priate experimental response function [5[- 

If the polarization is the same for both electron 
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beam helicity states, 



(3) 



where P e is the electron beam polarization and P 7 
is the photon beam polarization, and thus P e = 
A eX pl P-yAtu- The experimental asymmetry is mea- 
sured over pairs of helicity windows, and if P e is not 
identical for the two helicity states, the asymmetry 
is given by 



where P e +< " is the electron polarization for a pos- 
itive (negative) helicity accelerator state and P e is 
the average of the two. If the asymmetry A t h is suf- 
ficiently small, as in past Hall A experiments such 
as HAPPEX-III Q , the correction due to the final 
factor in Eq. [3] is negligible and A exp ~ P e P 1 A t h', 
however, for large enough A t h, P^ —P^ could play 
a significant role. The measured scattering asym- 
metry for longitudinally polarized electrons from 
circularly polarized photons thus gives a sensitive 
measurement of the electron beam polarization, 
given accurate knowledge of A t h and P 7 . 

The theoretical asymmetry, Ath > is calculated us- 
ing a GEANT4 simulation [7|, which is customized 
for the specific kinematics, apparatus, and integrat- 
ing or counting measurement method chosen Q, 
and includes a corresponding radiative correction 
9] . A detailed discussion of this simulation will be 
given in a future publication. 

This paper will discuss the Compton polarime- 
try apparatus in Hall A, including details about the 
new photon detector, and the upgraded DAQ. Anal- 
ysis details will also be given, including a discussion 
of systematic errors. Finally, electron beam polar- 
ization results from the HAPPEX-III experiment 
will be given. 

2. Apparatus 

The Jefferson Lab electron beam source is a 
strained superlattice GaAs photocathode illumi- 
nated by a circularly polarized laser. The electron 
beam helicity is controlled by a Pockels Cell (PC) 
which sets the polarization direction of the source 
laser; the polarity of the voltage setting on the PC 
is reversed to flip the helicity. This allows for a fast 
helicity flip rate: the electron beam helicity is typ- 
ically gated in windows of anywhere from 1/30 s 
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Figure 1: Design of the Hall A Compton polarime- 
ter. The angles are exaggerated: the crossing angle 
between the electron and photon beams is 23 mrad. 
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to 1/1000 s. The helicity is typically unstable for 
a time period on the order of ^100 /zs (T set ti e ) af- 
ter the PC voltage is changed, and is then stable for 
the remainder of the helicity period (T sta bie) (as dis- 
cussed in Sec. [5]). For each experiment, the helicity 
for sequential windows is set in groups, e.g. quar- 
tets (H h or — H — ), where a pseudo-random 

number generator is used to determine the order 
of the groups. To eliminate potential systematic 
effects, the signal which tells the Hall A electron- 
ics the electron beam helicity may be delayed at 
the source by some set number of helicity windows 
(usually 8). 

A schematic of the Hall A Compton polarimeter 
is shown in Fig. [T] In the entrance tunnel to Hall 
A, the electron beam is bent downward by the first 
two magnetic dipoles of the Compton chicane to 
a parallel path, where the electrons scatter off of 
laser photons in the Fabry-Perot cavity. Backscat- 
tered photons are detected as gamma rays in the 
photon detector. Scattered electrons are separated 
from unscattered ones in the third dipole, and can 
be detected in a silicon microstrip electron detector 
[Toj . Approximately one electron in 10 9 scatters; 
the remainder are bent back to horizontal in the 
fourth dipole, and continue to the Hall A fixed tar- 
get, allowing for continuous polarization measure- 
ment without significantly disturbing the incident 
electron beam. 

The Compton photon source, which was up- 
graded from infrared (A = 1064 nm) to green 
(A = 532 nm) in 2010, provides linearly polar- 
ized laser light which is transformed to circular po- 
larization using a remotely-controlled quarter-wave 
plate (QWP). The QWP is rotated by 90 degrees to 
switch between left- and right-circularly polarized 
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laser light. The laser light is locked in resonance in 
the Fabry-Perot cavity for ^90 s, then the cavity is 
taken out of resonance while the QWP is rotated to 
switch polarizations. The out-of-resonance period 
lasts ~30 s and is used for background determina- 
tion, since, when the cavity is unlocked, there is 
negligible photon power at the Compton interac- 
tion point (CIP). The main background sources are 
beam-halo bremsstrahlung and synchrotron radia- 
tion. 

The laser photon polarization is monitored on- 
line at the cavity exit by two powermeters, which 
measure the outputs of a Wollaston prism polariz- 
ing beam splitter. A QWP lies before the Wollaston 
prism. About once per day, the angle of this QWP 
is scanned and the corresponding power meter mea- 
surements are used to determine the laser polariza- 
tion at the cavity exit. These measurements, in 
combination with a polarization transfer function 
from off-line absolute polarization measurements at 
the CIP and cavity exit, are used to determine the 
laser polarization state at the CIP, P 7 11]. The 
photon polarization is ^99%. 

The scattered photons are detected in a newly in- 
stalled Ce-doped Gd2Si05 (GSO) photon calorime- 
ter, discussed in Sec. [4j The scintillation pho- 
tons are detected by a single photomultplier tube 
(PMT), and the resulting signals are integrated 
with a customized Flash Analog-to-Digital Con- 
verter (FADC), discussed in Sec. [5] The upgraded 
FADC DAQ allows for a photon-arm-only polariza- 
tion measurement. 

3. Integrating vs. Counting Modes 

The Compton photon scattering asymmetry may 
be measured either by counting the number of scat- 
tered photons detected for each helicity state (de- 
termined by counting the number of detected PMT 
pulses which cross a chosen discriminator thresh- 
old), or by integrating the scattered photon signal 
for each helicity state (determined by integrating 
all of the charge collected from the PMT for each 
helicity state). An asymmetry over helicity states, 
as in Eq. [51 may then be calculated using either 
value. 

Fig. [2] shows the theoretical Compton asymme- 
try, A t h, plotted as a function of scattered pho- 
ton energy for a 3.4-GeV electron beam and a 
photon wavelength of 1064 nm. A measurement 
weighted by the energy deposited by each Compton 
photon emphasizes the large-positive-asymmetry 
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Figure 2: Theoretical Compton scattering asym- 
metry as a function of scattered photon energy 
for an electron beam energy of 3.4 GeV and a 
photon beam wavelength of 1064 nm. The maxi- 
mum scattered photon energy for these kinematics 
is 204 MeV. 



part of the curve while suppressing the negative- 
asymmetry part, and therefore enhances the mea- 
sured asymmetry compared to simply counting the 
number of Compton photons detected for each he- 
licity. Integration of the scattered photon signal 
yields an energy- weighted measurement. 

There are several systematic uncertainties inher- 
ent in making either a counting or an integrating 
Compton polarization measurement, and these are 
considered below. The upgraded integrating DAQ 
design, however, eliminates several sources of sys- 
tematic error from the original counting DAQ [1 21 ] , 
and by carefully controlling the integrating DAQ 
systematics, a very precise measurement may be 
made. 

Integration of the scattered-photon signal in- 
creases sensitivity to detector non-linearities, since 
any systematic distortion of the detected energy- 
deposited spectrum will also systematically distort 
the energy-weighted asymmetry. Integration also 
decreases the signal-to-background ratio compared 
to counting events above a discriminator thresh- 
old, which would essentially eliminate low-energy 
synchrotron radiation background. Sensitivities to 
pedestal fluctuations and scintillator afterglow are 
also increased. Detector non-linearities and scin- 
tillator afterglow can be controlled with careful de- 
tector design and study. Enhanced background and 
pedestal-fluctuation sensitivities increase the statis- 
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tical error bar of the measurement, but are not a 
cause of systematic error, as long as background 
subtraction is done properly. Since the measure- 
ment is not statistics-limited, this increased statis- 
tical error is not a significant problem. 

Signal integration, however, also eliminates sen- 
sitivities to threshold, pileup, and dead-time effects 
inherent in a counting measurement, which would 
be a potentially major source of systematic uncer- 
tainty. A no-threshold measurement also eliminates 
the need for precise calibration of the Compton pho- 
ton spectrum (e.g. with the scattered electron ener- 
gies measured by the Compton electron detector), 
which is required for the counting mode DAQ. This 
allows a precise stand-alone photon measurement to 
be made with the new integrating Compton DAQ. 



4. Photon Detector 

The new photon detector is a cylindrical GSO 
crystal that is 15 cm long and has a 6-cm diameter. 
It sits on a remotely-controllable table which can 
be moved horizontally and vertically; this is use- 
ful both for detector alignment and for moving the 
detector out of the beam when the background is 
very high. It has replaced the original photon de- 
tector, a 5x5 array of 2 cm x 2 cm x 23 cm PbW04 
crystals [l3j]. GSO has a fast and bright signal: it 
produces ~450 optical photons per MeV (electron 
equivalent), with a stable signal width of ^85 ns full 
width at half maximum. A typical photon pulse is 
shown in Fig. [3] 

The Hall A Compton photon beamline has also 
been modified, including the installation of a new 
collimator directly upstream of the photon detec- 
tor. This collimator, which reduces bremsstrahlung 
background and defines the Compton angular ac- 
ceptance, is a 5-cm-thick, 8-cm-diameter lead cylin- 
der with a manually interchangeable aperture of 
2 cm maximum diameter, located ^6 m down- 
stream of the CIP and ~10 cm upstream of the 
GSO face. 

A thin (0.25 to 8 mm thick, interchangeable), 
4-cm-diameter lead disk is mounted on the down- 
stream side of the collimator. This lead disk serves 
to shield the photon detector from low-energy syn- 
chrotron radiation background passing through the 
collimator aperture; the installed disk is chosen to 
be as thin as possible to achieve acceptable back- 
ground rates, since the lead also stops low-energy 
Compton photons and introduces a distortion of the 
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Figure 3: A GSO signal from an incident photon of 
^100 MeV. "Snapshot" taken using the triggered 
mode of the DAQ. The signal has a ~1.1 V peak 
which corresponds to ^10000 summed raw-ADC 
units (raus). Sampled voltage is reflected by a de- 
crease from pedestal value. 



Compton spectrum which must be accounted for 
when calculating the experimentally relevant A t h- 



4-1- Afterglow 

Scintillator afterglow can affect the results of a 
Compton measurement, since long-term afterglow 
might last for multiple helicity cycles, or could even 
continue while the laser cavity is not locked and 
the background measurement is being made. The 
use of a scintillator that doesn't have a long-term 
afterglow is therefore vital. 

Douraghy et al. have measured a ~5-/iis after- 
glow in GSO 14], which is short compared to a 
33-ms helicity window. Compton polarimeter data 
were also studied to confirm that any afterglow ef- 
fect is negligible in this setup. A detector response 
due to afterglow would manifest as integrated sig- 
nal that slowly decreases after beam trips (instead 
of falling immediately to zero) or as an increased 
integrated signal in those helicity windows which 
follow higher-rate helicity windows (an increase in 
signal in a window following an electron-photon he- 
licity parallel window vs. an antiparallel one). No 
afterglow effect is distinguishable from statistical 
fluctuations in these studies, demonstrating that, 
in this instance, these effects are negligible. 
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4-. 2. Detector and Collimator Positioning 

Kinematics relate photon energy and scattering 
angle for backscattered Compton photons: 



4kE + m 2 + 9 2 E 2 v ' 

in the lab frame, where k and k 1 are the initial and 
scattered photon energies respectively, E is the inci- 
dent electron energy, m is the electron mass, and y 
is the scattered photon angle. Lower-energy scat- 
tered photons have a larger deviation from the ini- 
tial electron direction. Ideally, the collimator inter- 
cepts only the lowest-energy Compton photons; any 
mis-centering of the collimator causes some fraction 
of higher-energy photons to be intercepted. This 
mis-alignment must at the least be properly re- 
flected in the GEANT4 simulation used to calculate 
Athi and should be minimized, if possible. A mis- 
centered positioning of the GSO calorimeter may 
also result in photon-energy-dependent changes in 
energy- weighting which should also be included in 
A t hi although this effect is considerably less sen- 
sitive to small offsets than is the collimator posi- 
tion. Both effects can be minimized if the position 
of the center of the backscattered photon beam can 
be accurately determined (and the collimator and 
detector can be centered on it, if possible). 

A position monitor has therefore been imple- 
mented: two 0.1 cm x 0.1 cm x 4.1 cm pieces of 
tungsten have been precisely positioned and bolted 
to the GSO housing upstream of the front face 
of the crystal, as shown in Fig. @] One tungsten 
converter is placed horizontally, positioned 20 mm 
above the center of the GSO crystal; the other is 
placed vertically and is positioned 20 mm towards 
beam left from the center of the crystal. During 
normal data-taking, these lie out of the path of the 
Compton photons. The tungsten pieces sit in front 
of small bars of scintillator, which are read out by 
PMTs. When the tungsten converters intercept the 
photon beam they initiate showers, which are then 
detected by the scintillators. 

Using the remotely controlled photon detector ta- 
ble, the position of which can be precisely set and 
read-back electronically to 0.2 mm, the detector 
may be moved while the electron beam is in the 
hall. The entire photon detector is scanned hori- 
zontally while centered vertically, and then scanned 
vertically while centered horizontally, and the trig- 
ger rate in the PMTs reading out each scintilla- 
tor bar is monitored. When the tungsten converter 



crosses the scattered photon beam, the trigger rate 
increases notably. These tungsten converters can 
therefore be used to precisely determine the loca- 
tion of the scattered photon beam relative to the 
center of the GSO, and the photon detector table 
can be positioned accordingly. 

The photon detector also has an attached 
precision-placed long metal "pointer" , which moves 
relative to a grid mounted on the side of the sta- 
tionary collimator. This can be used to precisely 
determine the position of the photon beam at the 
collimator; the collimator can then be positioned 
manually so that the photon beam is centered on 
the collimator hole with a precision of ^0.5 mm. 

4-3. Detector Linearity Testing 

Since an integrating asymmetry measurement is 
especially sensitive to detector non-linearities, as 
described in Sec. [21 a test rig [lij using light- 
emitting diodes (LEDs) has been designed and built 
in order to accurately determine the response of the 
PMT used to read out the GSO photon response 
pulses. This test rig also allowed the design of the 
PMT base to be fine-tuned to achieve good linearity 
and rate stability. 

The precise results of the linearity measure- 
ment made using this device are an input into the 
GEANT4 simulation used to calculate A t h- 

The LED test rig can also be used to moni- 
tor PMT rate-dependent gain shifts. For exam- 
ple, there is an observed 1% increase in gain for 
data taken in the presence of Compton signal plus 
background compared to that taken in the presence 
of just background during the HAPPEX-III exper- 
iment. This was measured by flashing an LED at a 
range of stable brightnesses while locking and un- 
locking the photon Fabry-Perot cavity, and trigger- 
ing the DAQ on the same trigger as the LED. After 
taking pileup effects into account, any systematic 
difference in LED pulse size between cavity-locked 
and cavity-unlocked states is due to a detector gain 
shift. This effect can then be accounted for during 
analysis. 

5. Data Acquisition System 

The upgraded integrating data acquisition sys- 
tem is based upon the 200 MHz Struck SIS3320 
12-bit VME FADC. The FADC continuously sam- 
ples the photon detector PMT output at 200 MHz 
(using an external 40 MHz clock internally con- 
verted to 200 MHz). The FADC sums the sampled 
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Figure 4: Front and side view of the GSO detector housing including the tungsten converters and scintillators 
used for determining the photon beam position. Here the V-PMT and H-PMT read out the vertical and 
horizontal converters respectively. The center of each converter bar is 20 mm away from the center of the 
GSO. LEDs placed in front of the detector, for use with the detector linearity test rig described in Sec. 14.31 
are also shown. 



data into six 36-bit accumulators, which sum ADC 
values between an external T star t and T stop signal. 
This accumulator mode is implemented through a 
customization of the FADC, as described in Sec. 15.11 
Simultaneously, the FADC stores all of the samples 
for a single helicity window as sequential entries in 
one of two internal buffers. The buffer is switched 
after each helicity window. A selected number of 
samples of the stored data can be read out for each 
of a limited number of triggers in triggered-modc 
running, as described in Sec. 15.21 

Necessary diagnostic signals, such as readback 
from beam current and position monitors in the 
Compton beamline and the measured power of 
photons transmitted through the Compton cavity, 
are converted to frequency signals in a voltage-to- 
frequency converter, and are sent to two CAEN 
V560 scalers. The scalers are read out every he- 
licity window, so that cuts on these quantities can 
be made on a window-by-window basis during data 
analysis. Other quantities, such as trigger rates and 
clock pulses, are also counted by these scalers. 

The timing structure for the DAQ is shown in 
Fig. [5] The external T star t and T stop signals are 
gen erated using a customized VME Timing Board 
16]. This VME module takes the accelerator helic- 
ity timing signal (called the MPS signal) as a TTL 
input, outputs the T star t signal a programmable in- 
terval of at least 15 /is later, and outputs the T stop 
signal a programmed interval after the T star t signal. 
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Figure 5: Timing structure for helicity windows. 
The timing signals are not drawn to scale, since the 
values of T sett ie, T sta bie, and the integration time 
are selectable. 



The time between the T star t and T stop signals must 
be set to less than the length of the accelerator's 
helicity window. Data readout is initiated by the 
T s t op signal, and the time period between T stop and 
the next T sta rt is used to read out the accumulator 
and scaler data. The triggered data can be read 
out during the following helicity window, since the 
samples for two adjacent windows are stored in two 
separate buffers. Since the time between T start and 
T s t op is completely programmable, the integrating 
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DAQ can be run at any accelerator helicity-flip pe- 
riod. 

5.1. Accumulator Mode 

There are six accumulators, represented in Fig. 
[5J which are read out for each helicity window: 

• Accumulator (All) sums all samples between 
the external T star t and T stop signals. 

• Accumulator 1 (Near) sums all samples that 
fall closer to the pedestal than a threshold near 
the pedestal, V near (low-energy photons). 

• Accumulator 2 (Window) sums all samples 
between V near and a threshold far from 
the pedestal, Vf ar (with V near between the 
pedestal and Vf ar ). 

• Accumulator 3 (Far) sums all samples beyond 
Vf ar (the tips of pulses from high-energy pho- 
tons past the Compton edge). 

• Accumulator 4 (Stretched Window) sums 
starting a set number of samples, N^ ore , be- 
fore the signal crosses V near , and continues to 
integrate until another set number of samples, 
N^ ter , after the signal crosses V near again, ex- 
cept that samples which are included in accu- 
mulator 5 are not included in accumulator 4. 

• Accumulator 5 (Stretched Far) sums starting 
a set number of samples, J\f^ e f° re : before the 
signal crosses Vf ar , and continues to integrate 
until another set number of samples, N^ ter , 
after the signal crosses Vf ar again. 

The All, Window, and Stretched Window ac- 
cumulators are intended as possible measures of 
Compton signal, while the Near, Far, and Stretched 
Far accumulators are intended primarily for use in 
understanding backgrounds. 

The goal of the Stretched Window accumulator is 
to include the entire Compton pulse, while exclud- 
ing low-energy background pulses and the entirety 
of high-energy background bremsstrahlung pulses 
(which go into the Stretched Far accumulator). 

The number of samples summed into each accu- 
mulator for each helicity window is also read out. 
This is necessary for pedestal subtraction during 
analysis. 



5.2. Triggered Mode 

To allow for study of individual pulse integrals 
and shapes, a sampled triggered mode is imple- 
mented in parallel with the accumulator mode. For 
the triggered mode, while the detected pulse shape 
is continuously sampled by the FADC, the clock 
times of an external trigger are recorded in a CAEN 
V830 latching scaler. The latching scaler counts 
clock ticks and accepts an external trigger; when it 
receives a trigger, it stores the current clock counter 
for subsequent readout. During readout after the 
end of the helicity window, a programmable sam- 
pling period, usually 500 ns, is read out from the 
FADC memory for each latched trigger time, start- 
ing some programmable interval before the stored 
trigger time, in order to also read out the pulse 
shape before the trigger. The samples making up 
the pulse can then be summed numerically (with 
only this sum being written into the datastream), 
or all of the samples for a single trigger can be 
saved to the datastream. The readout time for ei- 
ther method is equivalent, but writing out individ- 
ual samples requires considerably more disk space. 
Therefore, most triggered pulses are integrated, and 
only a few fully sampled triggered pulses are writ- 
ten out for each helicity period. 

There is a concern with readout time: because 
the data arc stored in alternating buffers, the DAQ 
must be finished reading out the triggered data by 
the end of the subsequent helicity period. Also, 
since the scaler information is not buffered, the di- 
agnostic scalers and all the trigger times must be 
read during the short interval between T stop and 
T s t a rt- The number of trigger times stored and the 
number of samples read out must therefore be lim- 
ited so that the DAQ is finished reading out be- 
fore the data are overwritten. Limits are there- 
fore placed on the number of samples stored, and 
the GSO photon trigger is prescaled (using a re- 
motely controllable CAEN V1495, programmed to 
work as a prescaler) before being sent to the latch- 
ing scaler. Prescaling allows the latched triggers 
to be distributed across the helicity window, in or- 
der to monitor any systematic signal variation as a 
function of time within the helicity window. 

The latching scaler must run on the same clock 
as the FADC, or the two sampling rates may drift 
with respect to one another, causing the trigger 
times stored in the latching scaler to become in- 
correct. Although the CAEN V830 latching scaler 
is specified to accept clocks up to 250 MHz, the 
NIM output signal of the internal FADC clock was 
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Figure 6: The six accumulators are represented schematically. Signal size within a sample is represented by 
a decrease in value from a pedestal value. 



Photon detector signal 



40 MHz 
Clock • 



□ 



MPS signal 



Passive 4:1 
splitter 

1 ■ 

► IN 



0.3x 
Attenuator 



IN OUT- 



fan Out 
IN OUT' 



To counting DAQ 



HAPPEX 
Timing 
Board 

• MPS IN 

Start . 

Stop 



FADC 

, IN 
Clock IN 

■Start 
-Stop 



Timing 
Filter 
Amplifier 
— IN 



OUT 



Fan Out 
■ IN 

OUT 



Trigger Enable 



AND 
- IN 1 
► IN 2 
OUT- 



Leading-Edge 
Discriminator 



IN OUT' 



Prescaler 
IN OUT ' 



DAQ trigger 



Latching 
Scaler 

• Latch 

.Clock IN 



Figure 7: Simplified schematic of the upgraded integrating Compton DAQ. 



found to be unable to properly trigger the scaler 
at such high rates. The latching scaler clock input 
is therefore the same external 40 MHz clock used 
by the FADC. There is a drawback to this method: 
the coarse clock on the latching scaler causes some 



jitter in the trigger times. 

A set of NIM logic gates, controlled via pro- 
grammable output bits from the Trigger Interface 
Register (TIR) of the DAQ, allows the trigger input 
to the V830 to be remotely selected. The standard 
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trigger is, of course, the signal from the photon de- 
tector. This is split by a 4:1 passive splitter; the ma- 
jority of the signal is sent directly to the FADC, and 
the rest is attenuated, sent through a Timing Filter 
Amplifier (TEA) for shaping, and then to a dis- 
criminator with a very low threshold. A prescaled 
sample of the pulses which fire the discriminator are 
sent to the latching scaler. Use of a passive splitter 
for the photon signal going into the FADC is im- 
portant, to avoid introducing a rate-dependent gain 
shift. For example, a significant (2.5 mV) gain shift 
effect was seen in the TFA when going between trig- 
ger rates with the cavity locked compared to with 
the cavity unlocked with a 100 ^A electron beam. 
A schematic of the DAQ is shown in Fig. [7] 

A remotely programmable (nominally 1 kHz) 
square pulse, either in coincidence with an LED 
pulscr, or alone for looking at samples uncorrelated 
to pulses, can also be used as a trigger. The pho- 
ton DAQ can also be triggered on the Compton 
electron detector signal, allowing analysis of elec- 
tron/photon coincidences. 

The standard triggered-running mode reads 
Compton photon detector triggers for three helic- 
ity windows, and then reads out random samples 
every fourth helicity window. The random samples 
are chosen in the readout code by stepping through 
the length of the helicity window. These random 
samples are used for background and pileup analy- 
sis. 

A Compton photon energy spectrum, measured 
using the summed triggered mode of the DAQ, is 
shown in Fig. [5J where the horizontal axis is ADC 
response due to energy deposited in the GSO in 
summed raw- ADC units (raus). A plot of the mea- 
sured Compton asymmetry as a function of ADC 
response is shown in Fig. |H1 These triggered spec- 
tra have been fit using the shapes predicted by the 
GEANT4 Monte Carlo (MC) used to calculate A th . 
This MC includes information about the electron 
and photon beam energies; the detector and col- 
limator position relative to the photon beam, as 
discussed in Sec. 14.21 the detector linearity, as dis- 
cussed in Sec. 14.31 pileup effects; and smearing ef- 
fects due to photoelectron statistics and light col- 
lection in the detector. 

6. Integrating-Data Analysis 

Extracting an electron beam polarization from 
accumulator data requires making cuts to the data 
based on parameters such as electron beam current 



MC fit to data 




5000 10000 15000 20000 25000 30000 

ADC Response (raus) 

Figure 8: A measured Compton photon energy 
spectrum. The triggered data is fit to GEANT4 
MC data with only two free parameters: a hori- 
zontal scale factor and a vertical scale factor. A 
smearing factor which accounts for PMT and DAQ 
resolution, as well as GSO light collection, is also 
included. The fit is good enough that the data and 
MC fit are indistinguishable, except at low pho- 
ton energies, where the triggered-data background- 
subtraction (which is done absolutely by taking 
beam current and trigger rates into account) is in- 
correct due to a rate-dependent gain shift of the 
TFA, which causes a trigger-discriminator thresh- 
old shift. 




5000 10000 15000 20000 25000 30000 

ADC Response (raus) 

Figure 9: The measured Compton asymmetry plot- 
ted against ADC response due to energy deposited 
in the GSO. The triggered data is compared to 
GEANT4 MC data with no adjustable parameters. 
(The horizontal scale is taken from the fit from Fig. 
[5] and the vertical scale is set by the measured P e 
and P 7 .) 
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and photon cavity power. An asymmetry can then 
be calculated in several different ways; an accumu- 
lator (Sec. I6.1[) and method of asymmetry calcula- 
tion fSec. l6.2[) must be chosen based on which mea- 
surement gives the lowest error. Statistical (Sec. 
16.2. ip and systematic fSec. I6.3|l errors on the asym- 
metry must then be calculated. 

Since the FADC actually stores the signal as off- 
sets below the pedestal value, as in Fig. [3l the in- 
tegrated signal for each window is calculated as 

S n = N n P - A C C n , (6) 

where S n is the physics signal extracted from the 
nth FADC accumulator, N n is the number of sam- 
ples that have been summed into the accumulator, 
P is the best estimate of the average pedestal value 
for each sample, and Acc n is the integrated ADC 
value for the helicity window. 

The accumulator values are used to calculate the 
asymmetry A exp from Eq. [2j for each period of 
right- or left-circular laser polarization, separate 
sums of accumulator values for all positive- and 
negative-helicity windows are made. A sum is also 
made of accumulator values for the adjacent cavity- 
unlocked periods, to determine background, B, for 
the cavity-locked period. The measured asymme- 
try needs to take into account the background, such 
that Eq. [5] becomes 

{(M+)-{B))-((M-)-(B)) 
A ™v ((M+)-(B)) + ((M-)-(B))' [<) 

where () denotes the mean accumulator value 
per helicity window over each cavity (-locked or 
-unlocked) period. Here, is the measured 

integrated signal plus background for positive (neg- 
ative) helicity electrons (where S = M — B). A exp 
is calculated separately for each laser polarization. 
It is assumed in this calculation that B + = B~ ', 
which is true as long as the electron beam param- 
eters (such as beam position and charge) are care- 
fully kept helicity- independent. This helicity in- 
dependence is also necessary for making a Comp- 
ton polarization measurement with better than 1% 
systematic error, as well as for performing parity- 
violation measurements 17]. The background then 
cancels in the numerator of Eq. [JJ 

Since N n is always the same for every helicity 
window in the All accumulator (independent of the 
state of the helicity or laser cavity), N n P, from Eq. 
|B1 therefore cancels in both the numerator and de- 
nominator of Eq. UJ and an All accumulator mea- 
surement is insensitive to the choice of pedestal 



value. The same is not true of accumulators with 
thresholds. 

6.1. Analysis with Threshold Accumulators 

Using the threshold accumulators ( Window or 
Stretched Window accumulators) for Compton data 
analysis increases signal-to-noise but comes with an 
inherent additional systematic error, and therefore 
must be done with care: one main advantage of 
making an integrating measurement is the elimi- 
nation of thresholds; when thresholds are reintro- 
duced, these systematics return. 

Since V near may be placed very close to the 
pedestal and the measurement is energy-weighted, 
introducing a threshold does not have a large ef- 
fect on A exp to first order. However, complicated 
pileup effects can distort the measured asymme- 
try, since small background pulses that do not cross 
V ne ar when the cavity is in the unlocked state, may 
cross V ne ar when they pile up with Compton pho- 
ton pulses. 

The main additional systematic effect that comes 
from using a threshold accumulator, however, is 
a sensitivity to the accurate determination of the 
pedestal value, P. Since the raw accumulator data 
must be pedestal-subtracted, as in Eq. [6j and 
background-subtracted, as in Eq. [JJ and there are 
a different number of samples in each helicity win- 
dow (specifically when the cavity is locked vs. un- 
locked), the result is sensitive to the value of P. 
Since the FADC pedestal is not stable (slow drifts of 
the pedestal on the order of ~0.1 channels in hours 
or ^0.4 channels in weeks have been observed), it is 
very difficult to subtract the correct pedestal value. 
Systematic errors introduced due to a 0.4 channel 
pedestal uncertainty are around 0.5-1%, depending 
on the relative signal-to-background rates. Reduc- 
tion of this systematic error could be achieved by 
shutting off the electron beam or detector high volt- 
age every few hours during data-taking, in order to 
monitor the pedestal, but this imposes significant 
overhead, and still does not solve the problem for 
shorter-timescale pedestal drift. 

Use of a threshold also introduces a second- 
order distortion in the measured energy-weighted 
asymmetry, since V ne ar discards a larger fraction 
of each lower-energy photon pulse which crosses 
it compared to higher-energy pulses in the Win- 
dow accumulator. The Stretched Window accumu- 
lator is more complicated, since it opens a win- 
dow which integrates N^ ter samples after the sig- 
nal re-crosses the threshold, and the timing of the 
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threshold-crossing walks depending on the photon 
energy (again causing a distortion in the energy- 
weighted asymmetry). Because of the fast rise- 
time of each photon pulse, this is not a problem for 
the initial threshold crossing in the Stretched Win- 
dow accumulator. To improve understanding of the 
Stretched Window accumulator data and facilitate 
better extraction of a polarization from this data, a 
future version of the SIS3320 firmware would stop 
counting after V near was crossed the first 

time, instead of the second time, thereby integrat- 
ing the same number of samples for each pulse, in- 
dependent of the pulse height. The same would be 
done for the Stretched Far accumulator and N^ ter . 

These effects cause a non-negligible systematic 
difference in the measured asymmetry for each 
accumulator (e.g. the measured asymmetry for 
HAPPEX-III is systematically 0.3% higher in the 
Stretched Window accumulator relative to the All 
accumulator and is 1.1% higher in the Window ac- 
cumulator relative to the All accumulator), and 
must therefore be taken into account when calcu- 
lating A t h- 

The use of the All accumulator was therefore 
found to produce results with smaller overall sys- 
tematic errors, since it is better understood. 

6.2. Asymmetry Calculation 

There are several options for extracting an asym- 
metry (calculated as in Eq. [7|) from the Compton 
accumulator (All, Window, or Stretched Window) 
data. Three options discussed here are called laser- 
wise, for which an asymmetry is calculated for each 
laser cycle; run-wise, for which an asymmetry is 
calculated for each one- or two-hour long run; and 
pair- wise, for which an asymmetry is calculated for 
each hclicity pair. 

The laser- wise method of extracting an asymme- 
try involves calculating a separate mean of the accu- 
mulated value (averaged over the number of helicity 
windows) of all helicity-plus and -minus windows 
for each cavity-locked period, as described in Sec. 
[5] A mean local background from the two cavity- 
unlocked periods adjacent to the cavity-locked pe- 
riod is also calculated. Since the background contri- 
butions to signal fluctuate quickly and tend to drift 
on the timescale of minutes, local background deter- 
mination is advantageous. A separate statistical er- 
ror bar is then assigned for each laser-cycle point (as 
described in Sec. 16. 2. fl) . and the points are collected 
into ^50 laser-cycle-long "slugs" of data (broken up 
so that no run is divided between multiple slugs 



and each slug contains two long runs or several 
short runs with no configuration changes). Mea- 
sured asymmetries from a typical slug are shown 
in Fig. [10] The mean for each slug is taken as a 
separate data point (as plotted in Sec. [7]). This 
method appears to have the best balance of consis- 
tency checks and resistance to excessive noise, and 
was used to determine the electron beam polariza- 
tion for the HAPPEX-III measurement. 

The data can also easily be broken up into runs: 
a sum and a difference for each (H — ) helicity pair in 
the run is calculated (separately for each laser po- 
larization, of course), and the mean of these values 
is taken over the entire run. A mean background 
value for the entire run is also calculated. These 
numbers are then used as the numerator and de- 
nominator in Eq. [7J Histograms of the sum, differ- 
ence, and background for a typical run are shown 
in Fig. 1111 This run-wise method of calculating 
the asymmetry is particularly useful for running 
at lower rates: since each (^90 s) laser-cycle has 
low photon statistics at low rates, doing a laser- 
wise analysis is impossible. This method has the 
disadvantage that the background level is averaged 
over the entire run, which significantly increases the 
error due to background subtraction when back- 
grounds are unstable. 

The pair- wise method involves calculating a sepa- 
rate (background-subtracted) asymmetry, as shown 
in Fig. 1121 for each hclicity pair. Preliminary results 
using this method are described by Parno et al. [IH . 
The simplest implementation of this method also 
uses a background calculated for the entire run, and 
so a run-averaged background value is subtracted 
rather than a local one. Calculating an error bar 
for this method requires use of not only the statisti- 
cal error on the distribution from Fig. [T2J but also 
the statistical error on the background spectrum. 
Unfortunately, when the background is high and 
unstable (with an integrated background to signal 
ratio of more than ~1 or a background distribution 
RMS width of more than ~10% of the mean), the 
pair-wise distribution becomes non-Gaussian, and 
therefore this method does not give correct statis- 
tical errors nor mean asymmetries. 

6.2.1. Calculation of Statistical Errors 

To assign statistical error bars when calculating a 
run-wise or laser-wise asymmetry, the RMS width 
of each sum, difference, and background distribu- 
tion (as shown in Fig. [TTJfor a whole run, but done 
separately for each laser-cycle for a laser-wise anal- 
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Figure 10: A typical Compton slug for (a) laser-right and (b) laser-left, where the absolute value of the 
asymmetry has been taken. Each data point is a separate laser-cycle including local background subtraction. 
Error bars are statistical as defined in Sec. 16.2.11 The solid line is a constant fit to the data. 
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Figure 11: Histograms of the (non-background-subtracted) (a) numerator and (b) denominator of the Comp- 
ton asymmetry for an entire two hour long run. 



ysis) is divided by the square root of the number 
of data points. This quantity for the sum, differ- 
ence, and twice the background is labeled as, <td, 
and as respectively. These values are then used to 
calculate a statistical error on each point, treating 
(M+-M~), (M++M~), and (2B) as independent 



variables in Eq. [7J 



«M+) + (M-> - 2{B)f 
(al+q|) 2 ((M+)-(Af-)) 2 
((M+) + (M") -2{B)Y ' 1 ' 

This method of error calculation allows the width 
of the background distribution to be properly taken 
into account when assigning errors. 

A table of the average All accumulator sum and 
difference values and the RMS widths of the distri- 
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Figure 12: Histogram of a background-subtracted 
Compton asymmetry taken for every pair in a single 
two hour long run. 



Systematic Errors 


Laser Polarization 


0.80% 


Analyzing Power: 




Non-linearity 


0.3% 


Electron Energy Uncertainty 


0.1% 


Collimator Position 


0.05% 


MC Statistics 


0.07% 


Total on Analyzing Power 


0.33% 


Gain Shift: 




Background Uncertainty 


0.31% 


Pedestal Uncertainty 


0.20% 


Total on Gain Shift 


0.37% 


Total 


0.94% 



Table 1: Breakdown of Compton systematic errors 
using the All accumulator during HAPPEX-III. 



butions measured during the HAPPEX-III experi- 
ment is given in Sec. [7] 

6.3. Calculation of Systematic Errors on the All 
Accumulator 

As long as the electron beam parameters are kept 
minimally helicity dependent, the main systematic 
error on an All accumulator integrating Compton 
asymmetry is due to the observed PMT gain shift 
between cavity-locked and -unlocked states. The 
systematic error due to the gain shift results from 
uncertainty in the size of the gain shift itself (the 
signal-to-background ratio during a three-month- 
long experiment does not stay constant, and the 
gain shift changes depending on the relative rates). 
There is also an error on the gain shift due to 
pedestal uncertainty, since a gain shift correction is 
implemented (by scaling (B) in Eq.[7]) after pedestal 
subtraction, and is therefore sensitive to the correct 
assignment of the pedestal value, which no longer 
cancels exactly, even for the All accumulator. 

A pedestal shift between cavity-locked and - 
unlocked states would also be a source of systematic 
error, but there is no such observed pedestal shift 
in this setup. 

Systematic errors in the analyzing power must 
also be calculated, and these are estimated by 
changing the beamline and electron beam param- 
eters input into the GEANT4 MC, e.g. the pho- 
ton beam position on the collimator or the elec- 
tron beam energy, over the experimentally possi- 
ble range of values, and measuring the fractional 



change in A t h- There is also a systematic error on 
A t h due to detector non-linearity: the detector lin- 
earity is measured as described in Sec. 14.31 and this 
measured value is input into the MC. The system- 
atic error on A t h due to non-linearities is then esti- 
mated by tweaking the non-linearity input into the 
MC and monitoring the effect of these changes on 
the fit of the MC data to the Compton spectrum, 
as in Fig. [51 as well as the effect on A t h ■ 

A table of systematic errors on the Compton in- 
tegrating measurement for the HAPPEX-III exper- 
iment is given in Sec. 

7. Measurement Results 

The upgraded photon arm of the Compton po- 
larimeter was used to continuously measure the 
CEBAF electron beam polarization during several 
experiments, including HAPPEX-III, which ran in 
2009. This particular measurement achieved a 
0.94% relative (0.84% absolute) systematic error, 
which mostly came from an uncertainty in laser 
photon polarization in the cavity. As discussed in 
Sec. [21 the photon polarization is determined by 
combining an on-line measurement of the polariza- 
tion at the cavity exit with a measurement of the 
cavity transfer function; there is a 0.8% error on 
the cavity transfer function measurement. The sys- 
tematic errors on the asymmetry measurement are 
detailed in Sec. 16.31 The breakdown of Compton 
systematic errors is shown in Table [1] 

The statistical error after three months of 
HAPPEX-III running with the integrating Comp- 



13 



Measurement 


Mean 


RMS Width 




(raus) 


(raus) 


Sum 


124 x 10" 


13 x 10 H 


Difference 


1.8 x 10 B 


5.5 x 10 6 


Background 


54 x 10 b 


16 x 10 e 


Pedestal 


24000 x 10 6 


0.71 x 10 6 



Table 2: The measured means and RMS widths of 
the non-background-subtracted sum and difference 
distributions from the All accumulator for each run, 
as in Fig. QTJ averaged over all of the HAPPEX-III 
runs (with ^90 x 10 3 MPSs in each run). The means 
and RMS widths of the background (summed over 
pairs of windows) and pedestal (for single 33 ms 
helicity windows) are also given. 



ton DAQ was 0.06%. Statistical error calculation is 
discussed in Sec. 16.2.11 and a table of the measured 
means and RMS widths of the (non-background- 
subtracted) sum and difference distributions from 
the All accumulator for each run, averaged over 
all of the HAPPEX-III runs, is given in Table 03 
The means and RMS widths of the background and 
pedestal are also given. 

Because there were gaps in the run period dur- 
ing which the polarization was not monitored by the 
Compton polarimeter (due in part to electron beam 
instability which made Compton measurements im- 
possible and in part to a period of time for which 
the laser polarization became unknown due to an 
equipment failure), an additional error of 0.2% was 
included. 

A plot of the electron polarization as a func- 
tion of HAPPEX-III incident beam charge accu- 
mulated is shown in Fig. [T31 In this plot, the ver- 
tical dashed lines mark when the laser spot was 
moved at the accelerator source; there is a dis- 
tinct measured change in polarization behavior fol- 
lowing spot moves [20J. The observed gradual in- 
crease in polarization following spot moves is con- 
sistent with a gradual degradation of the photo- 
cathode surface, which has been observed to in- 
crease electron polarization while the quantum ef- 



8. Conclusion 

The photon arm of the Jefferson Lab Hall A 
Compton polarimeter has been upgraded with a 
new integrating DAQ and photon detector. These 
have been used to determine the beam polarization 
during HAPPEX-III with better than 1% total er- 
ror at 100 /LtA electron beam current and 3.4 GeV 
electron beam energy. These results agree with 
concurrently running M0ller polarimeter measure- 
ments, but have higher precision. Polarization mea- 
surements made using the upgraded Compton DAQ 
and photon detector also show a marked improve- 
ment compared to those made with the original ap- 
paratus, with an overall error improved by about a 
factor of three. 

The upgraded Compton photon arm has been 
used in several experiments which have run in Hall 
A since 2009 in addition to HAPPEX-III: d? H, 



ficiency drops [2l|, |22[. The photon arm of the 
Compton polarimeter has measured the average 
beam polarization over the HAPPEX-III run to be 
[89.41 ± 0.05(stat) ± 0.84(sys) ± 0.18(gaps)]%. 



PVDIS |24|, PREX [25j, and DVCS [26(. Future 
Hall A parity experiments, such as the MOLLER 
27j and SoLID [28] experiments, also require elec- 
tron beam polarimetry with sub-1% precision and 
will use an integrating Compton photon DAQ. A 
similar integrating DAQ was also installed in the 
new Hall C Compton polarimeter at Jefferson Lab 
in 2010 for use in the Q wea k experiment ,29]. 

Results obtained using the upgraded photon 
arm of the Hall A Compton polarimeter can be 
compared to results obtained with Compton po- 
larimeters used at lower electron beam energies at 
NIKHEF [30] and MAMI [3l| (which quote 2.7% 
and 2% absolute systematic errors respectively), 
and at higher electron beam energies at HERA [32j 
and SLAC [H (which quote 1.6% relative and 0.5% 
absolute systematic errors respectively). 
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Figure 13: A plot of measured polarization vs. HAPPEX-III charge accumulated. The round points are 
measured using the Compton polarimeter integrating DAQ, and error bars are statistical only. The vertical 
dashed lines mark when the laser spot was moved at the accelerator source, and the solid lines are linear fits 
to the Compton data, where the HAPPEX-III run period is broken into four distinct polarization periods 
and fit accordingly. The square points are from the Hall A M0ller polarimeter [l9j], and the error bars on 
these points include a 1.7% systematic error. 
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